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 No.  Sample Name  Date
 Time

 Check  Judge  Nucleic Acid
 Conc(ng/μL)

 OD260
 /280

 OD260
 /230

 OD
 260

 OD
 280

 OD
 230

 OD
 320

 Pathlength
 (mm)

 Dilution

 1 blank2   11.08.23
  23:53:23

   -1,34  -13,24  1,41  -0,067  -0,039  -0,060  -0,041  0,677  1,000

 2 blank3   11.08.23
  23:54:09

   -1,43  -18,76  1,02  -0,053  -0,023  -0,052  -0,024  0,677  1,000

 3 1002+1005+S
HT_3/A

  11.08.23
  23:55:43

   80,85  1,92  2,06  1,596  0,820  0,763  -0,021  0,677  1,000

 4 1002+1005+S
HT_3/B

  11.08.23
  23:56:36

   81,15  1,92  2,16  1,606  0,827  0,733  -0,017  0,677  1,000

 5 1002+1005+S
HT_5/A

  11.08.23
  23:57:46

   36,20  2,35  1,91  1,636  1,220  1,292  0,912  0,677  1,000

 6 1002+1005+S
HT_5/B

  11.08.23
  23:58:21

   56,21  1,89  1,17  1,406  0,878  1,245  0,282  0,677  1,000

 7 1002+1005+S
HT_10/A

  11.08.23
  23:59:13

   60,51  1,89  2,05  1,401  0,830  0,781  0,191  0,677  1,000

 8 1002+1005+S
HT_10/B

  11.08.23
  23:59:55

   65,22  1,98  1,34  1,591  0,947  1,258  0,287  0,677  1,000

 9 I742123_A1/A   11.08.24
  00:00:48

   32,59  1,84  3,55  1,082  0,785  0,614  0,430  0,677  1,000

 10 I742123_A1/B   11.08.24
  00:01:25

   0,84  -0,13  0,14  1,872  1,722  1,974  1,855  0,677  1,000
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 No.  Sample Name  Date
 Time

 Check  Judge  Nucleic Acid
 Conc(ng/μL)

 OD260
 /280

 OD260
 /230

 OD
 260

 OD
 280

 OD
 230

 OD
 320

 Pathlength
 (mm)

 Dilution

 11 I742123_A1/C   11.08.24
  00:02:12

   39,53  1,94  1,96  0,781  0,397  0,394  -0,010  0,677  1,000


