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Title: Nano-Drop

SOP number: SOP0013_v01

Version number: 01

Date issued: 2013.06.19

Review date: 2013.06.19

Written by: Hwj

1. Purpose

Measure concentration of samples in ng/μl

2. Area of application

Measurement of sample purity, concentration of DNA, RNA etc.

3. Apparatus and equipment

Apparatus/equipment Location (Room number) Check points Criteria for

approval/rejection

Nano-drop Laboratory (class 1) -

V18-403b-1

4. Materials and reagents – their shelf life and risk labelling

Name Components Supplier / Cat. # Room (hallway

storage)

Safety considerations

sample

5. QC – Quality Control
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6. List of other SOPs relevant to this SOP

7. Environmental conditions required

8. Procedure

1. Start the nano-drop program on the PC

2. Choose what type of sample you are testing

3. Initialize by adding 1,5μl H2O the area of measurements and Press OK.

4. Reset the Nano-drop by running a blank. Add 1,5μl solvent to the area of measurements

and press blank.

5. Clean Nano-drop with tissue

6. Add 1,5μl sample to the area of measurements and Press measure.

7. Clean Nano-drop with tissue

9. Waste handling

Chemical name Concentration Type of waste (C, Z…) Remarks

10.  Time consumption

● Total-time 5min

11.  Scheme of development

Date / Initials Version No. Description of changes

13.06.19 / HWJ 01 The SOP has been written

13.06.19 / PRA 01 The SOP has been approved
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12.  Appendixes
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