
Unit Scaling Factors: These are imported from the prior two sheets Enter fluorescence and Abs600 measurements into blue cells on "Raw Plate Reader Measurements"
OD600/Abs600 5.86 They will be copied into the green cells on this sheet.
uM Fluorescein/a.u. 3.94E-06 Gold cells are calculated

If you have more replicates, unhide the extra columns

Experimental Values: Raw Abs600 Raw Fluorescence
Sample set: Replicate 1 Replicate 2 Replicate 3 Replicate 4 Replicate 1 Replicate 2 Replicate 3 Replicate 4
Blank media 0.088 0.087 0.088 0.088 3864 3905 4108 3832
Blank mean: 0.08775 3927.25 OD - Background Fluorescence - Background uM Fluorescein / OD600 Summary Statistics
Hour 0: Replicate 1 Replicate 2 Replicate 3 Replicate 4 Replicate 1 Replicate 2 Replicate 3 Replicate 4 Replicate 1 Replicate 2 Replicate 3 Replicate 4 Arith. Mean Arith. Std.Dev.Geo. Mean Geo. Std. Dev.
Negative Control (Colony 1) 0.094 0.096 0.096 0.095 3469 3646 3708 3687 0.00625 0.00825 0.00825 0.00725 -458.25 -281.25 -219.25 -240.25 -0.05 -0.02 -0.02 -0.02 -0.03 0.01 #NUM! #NUM!
Negative Control (Colony 2) 0.093 0.094 0.092 0.093 3485 3493 3465 3334 0.00525 0.00625 0.00425 0.00525 -442.25 -434.25 -462.25 -593.25 -0.06 -0.05 -0.07 -0.08 -0.06 0.01 #NUM! #NUM!
Positive Control (Colony 1) 0.095 0.092 0.092 0.092 4526 4154 4139 3578 0.00725 0.00425 0.00425 0.00425 598.75 226.75 211.75 -349.25 0.06 0.04 0.03 -0.06 0.02 0.05 #NUM! #NUM!
Positive Control (Colony 2) 0.093 0.092 0.093 0.092 4153 4481 4273 4186 0.00525 0.00425 0.00525 0.00425 225.75 553.75 345.75 258.75 0.03 0.09 0.04 0.04 0.05 0.03 0.05 1.590
Test Device 1: J23101.BCD2.E0040.B0015 (Colony 1) 0.093 0.092 0.094 0.094 9441 9481 8938 8971 0.00525 0.00425 0.00625 0.00625 5513.75 5553.75 5010.75 5043.75 0.71 0.88 0.54 0.54 0.67 0.16 0.65 1.265
Test Device 1: J23101.BCD2.E0040.B0015 (Colony 2) 0.093 0.093 0.091 0.095 9592 9809 9426 10369 0.00525 0.00525 0.00325 0.00725 5664.75 5881.75 5498.75 6441.75 0.73 0.75 1.14 0.60 0.80 0.23 0.78 1.311
Test Device 2: J23106.BCD2.E0040.B0015 (Colony 1) 0.091 0.093 0.092 0.094 5068 5002 5022 4895 0.00325 0.00525 0.00425 0.00625 1140.75 1074.75 1094.75 967.75 0.24 0.14 0.17 0.10 0.16 0.06 0.16 1.415
Test Device 2: J23106.BCD2.E0040.B0015 (Colony 2) 0.093 0.092 0.09 0.093 4947 4854 4674 4428 0.00525 0.00425 0.00225 0.00525 1019.75 926.75 746.75 500.75 0.13 0.15 0.22 0.06 0.14 0.07 0.13 1.679
Test Device 3: J23117.BCD2.E0040.B0015 (Colony 1) 0.09 0.091 0.092 0.093 3834 3493 3642 3347 0.00225 0.00325 0.00425 0.00525 -93.25 -434.25 -285.25 -580.25 -0.03 -0.09 -0.05 -0.07 -0.06 0.03 #NUM! #NUM!
Test Device 3: J23117.BCD2.E0040.B0015 (Colony 2) 0.091 0.09 0.091 0.092 3807 3708 3297 3343 0.00325 0.00225 0.00325 0.00425 -120.25 -219.25 -630.25 -584.25 -0.02 -0.07 -0.13 -0.09 -0.08 0.04 #NUM! #NUM!
Test Device 4: J23101+I13504 (Colony 1) 0.093 0.091 0.092 0.095 4450 4421 4350 4106 0.00525 0.00325 0.00425 0.00725 522.75 493.75 422.75 178.75 0.07 0.10 0.07 0.02 0.06 0.04 0.05 2.211
Test Device 4: J23101+I13504 (Colony 2) 0.092 0.092 0.092 0.092 4553 4375 4311 4308 0.00425 0.00425 0.00425 0.00425 625.75 447.75 383.75 380.75 0.10 0.07 0.06 0.06 0.07 0.02 0.07 1.262
Test Device 5: J23106+I13504 (Colony 1) 0.093 0.093 0.093 0.093 3993 3728 3806 3714 0.00525 0.00525 0.00525 0.00525 65.75 -199.25 -121.25 -213.25 0.01 -0.03 -0.02 -0.03 -0.01 0.02 #NUM! #NUM!
Test Device 5: J23106+I13504 (Colony 2) 0.091 0.091 0.092 0.092 3939 3814 3676 3557 0.00325 0.00325 0.00425 0.00425 11.75 -113.25 -251.25 -370.25 0.00 -0.02 -0.04 -0.06 -0.03 0.03 #NUM! #NUM!
Test Device 6: J23117+I13504 (Colony 1) 0.093 0.092 0.091 0.092 3904 3690 3618 3702 0.00525 0.00425 0.00325 0.00425 -23.25 -237.25 -309.25 -225.25 0.00 -0.04 -0.06 -0.04 -0.04 0.02 #NUM! #NUM!
Test Device 6: J23117+I13504 (Colony 2) 0.093 0.091 0.091 0.09 3782 3619 3507 3552 0.00525 0.00325 0.00325 0.00225 -145.25 -308.25 -420.25 -375.25 -0.02 -0.06 -0.09 -0.11 -0.07 0.04 #NUM! #NUM!

Hour 2:
Negative Control (Colony 1) 0.094 0.096 0.096 0.095 3486 3423 3436 3456 0.00625 0.00825 0.00825 0.00725 -441.25 -504.25 -491.25 -471.25 -0.05 -0.04 -0.04 -0.04 -0.04 0.00 #NUM! #NUM!
Negative Control (Colony 2) 0.093 0.094 0.092 0.093 3595 3641 3350 3564 0.00525 0.00625 0.00425 0.00525 -332.25 -286.25 -577.25 -363.25 -0.04 -0.03 -0.09 -0.05 -0.05 0.03 #NUM! #NUM!
Positive Control (Colony 1) 0.095 0.092 0.092 0.092 6114 6746 6580 6664 0.00725 0.00425 0.00425 0.00425 2186.75 2818.75 2652.75 2736.75 0.20 0.45 0.42 0.43 0.38 0.12 0.36 1.462
Positive Control (Colony 2) 0.093 0.092 0.093 0.092 7245 7133 7130 6649 0.00525 0.00425 0.00525 0.00425 3317.75 3205.75 3202.75 2721.75 0.42 0.51 0.41 0.43 0.44 0.04 0.44 1.099
Test Device 1: J23101.BCD2.E0040.B0015 (Colony 1) 0.093 0.092 0.094 0.094 10805 11540 11411 10891 0.00525 0.00425 0.00625 0.00625 6877.75 7612.75 7483.75 6963.75 0.88 1.20 0.81 0.75 0.91 0.20 0.89 1.233
Test Device 1: J23101.BCD2.E0040.B0015 (Colony 2) 0.093 0.093 0.091 0.095 11197 10194 11702 11004 0.00525 0.00525 0.00325 0.00725 7269.75 6266.75 7774.75 7076.75 0.93 0.80 1.61 0.66 1.00 0.42 0.94 1.468
Test Device 2: J23106.BCD2.E0040.B0015 (Colony 1) 0.091 0.093 0.092 0.094 8559 7409 8217 7140 0.00325 0.00525 0.00425 0.00625 4631.75 3481.75 4289.75 3212.75 0.96 0.45 0.68 0.35 0.61 0.27 0.56 1.570
Test Device 2: J23106.BCD2.E0040.B0015 (Colony 2) 0.093 0.092 0.09 0.093 7549 7702 8517 7853 0.00525 0.00425 0.00225 0.00525 3621.75 3774.75 4589.75 3925.75 0.46 0.60 1.37 0.50 0.73 0.43 0.66 1.645
Test Device 3: J23117.BCD2.E0040.B0015 (Colony 1) 0.09 0.091 0.092 0.093 3855 3527 3712 3716 0.00225 0.00325 0.00425 0.00525 -72.25 -400.25 -215.25 -211.25 -0.02 -0.08 -0.03 -0.03 -0.04 0.03 #NUM! #NUM!
Test Device 3: J23117.BCD2.E0040.B0015 (Colony 2) 0.091 0.09 0.091 0.092 3820 3525 3519 3372 0.00325 0.00225 0.00325 0.00425 -107.25 -402.25 -408.25 -555.25 -0.02 -0.12 -0.08 -0.09 -0.08 0.04 #NUM! #NUM!
Test Device 4: J23101+I13504 (Colony 1) 0.093 0.091 0.092 0.095 6316 6092 6460 5949 0.00525 0.00325 0.00425 0.00725 2388.75 2164.75 2532.75 2021.75 0.31 0.45 0.40 0.19 0.34 0.11 0.32 1.474
Test Device 4: J23101+I13504 (Colony 2) 0.092 0.092 0.092 0.092 8155 8079 7910 7553 0.00425 0.00425 0.00425 0.00425 4227.75 4151.75 3982.75 3625.75 0.67 0.66 0.63 0.57 0.63 0.04 0.63 1.071
Test Device 5: J23106+I13504 (Colony 1) 0.093 0.093 0.093 0.093 5448 4962 4872 5057 0.00525 0.00525 0.00525 0.00525 1520.75 1034.75 944.75 1129.75 0.19 0.13 0.12 0.14 0.15 0.03 0.15 1.229
Test Device 5: J23106+I13504 (Colony 2) 0.091 0.091 0.092 0.092 5628 5547 5108 5486 0.00325 0.00325 0.00425 0.00425 1700.75 1619.75 1180.75 1558.75 0.35 0.34 0.19 0.25 0.28 0.08 0.27 1.343
Test Device 6: J23117+I13504 (Colony 1) 0.093 0.092 0.091 0.092 3640 3509 3479 3619 0.00525 0.00425 0.00325 0.00425 -287.25 -418.25 -448.25 -308.25 -0.04 -0.07 -0.09 -0.05 -0.06 0.02 #NUM! #NUM!
Test Device 6: J23117+I13504 (Colony 2) 0.093 0.091 0.091 0.09 3569 3751 3147 3591 0.00525 0.00325 0.00325 0.00225 -358.25 -176.25 -780.25 -336.25 -0.05 -0.04 -0.16 -0.10 -0.09 0.06 #NUM! #NUM!

Hour 4:
Negative Control (Colony 1) 0.201 0.194 0.188 0.188 4203 3547 3530 3606 0.11325 0.10625 0.10025 0.10025 275.75 -380.25 -397.25 -321.25 0.00 0.00 0.00 0.00 0.00 0.00 #NUM! #NUM!
Negative Control (Colony 2) 0.193 0.19 0.188 0.187 4055 3659 3881 3681 0.10525 0.10225 0.10025 0.09925 127.75 -268.25 -46.25 -246.25 0.00 0.00 0.00 0.00 0.00 0.00 #NUM! #NUM!
Positive Control (Colony 1) 0.158 0.16 0.159 0.159 13741 13978 14221 14036 0.07025 0.07225 0.07125 0.07125 9813.75 10050.75 10293.75 10108.75 0.09 0.09 0.10 0.10 0.09 0.00 0.09 1.017
Positive Control (Colony 2) 0.175 0.174 0.175 0.173 16295 15793 16022 15765 0.08725 0.08625 0.08725 0.08525 12367.75 11865.75 12094.75 11837.75 0.10 0.09 0.09 0.09 0.09 0.00 0.09 1.013
Test Device 1: J23101.BCD2.E0040.B0015 (Colony 1) 0.095 0.094 0.096 0.096 16360 13649 13938 14296 0.00725 0.00625 0.00825 0.00825 12432.75 9721.75 10010.75 10368.75 1.15 1.05 0.82 0.84 0.96 0.16 0.95 1.182
Test Device 1: J23101.BCD2.E0040.B0015 (Colony 2) 0.097 0.099 0.092 0.095 16105 13507 13314 13700 0.00925 0.01125 0.00425 0.00725 12177.75 9579.75 9386.75 9772.75 0.89 0.57 1.48 0.91 0.96 0.38 0.91 1.476
Test Device 2: J23106.BCD2.E0040.B0015 (Colony 1) 0.155 0.157 0.161 0.16 18963 18495 19453 19063 0.06725 0.06925 0.07325 0.07225 15035.75 14567.75 15525.75 15135.75 0.15 0.14 0.14 0.14 0.14 0.00 0.14 1.031
Test Device 2: J23106.BCD2.E0040.B0015 (Colony 2) 0.178 0.161 0.162 0.162 23469 19056 20455 19519 0.09025 0.07325 0.07425 0.07425 19541.75 15128.75 16527.75 15591.75 0.15 0.14 0.15 0.14 0.14 0.00 0.14 1.034
Test Device 3: J23117.BCD2.E0040.B0015 (Colony 1) 0.179 0.182 0.179 0.187 3883 3887 3625 4116 0.09125 0.09425 0.09125 0.09925 -44.25 -40.25 -302.25 188.75 0.00 0.00 0.00 0.00 0.00 0.00 #NUM! #NUM!
Test Device 3: J23117.BCD2.E0040.B0015 (Colony 2) 0.206 0.205 0.205 0.21 4201 4194 4107 4154 0.11825 0.11725 0.11725 0.12225 273.75 266.75 179.75 226.75 0.00 0.00 0.00 0.00 0.00 0.00 0.00 1.214
Test Device 4: J23101+I13504 (Colony 1) 0.112 0.114 0.113 0.111 10472 11215 10749 10984 0.02425 0.02625 0.02525 0.02325 6544.75 7287.75 6821.75 7056.75 0.18 0.19 0.18 0.20 0.19 0.01 0.19 1.057
Test Device 4: J23101+I13504 (Colony 2) 0.137 0.134 0.137 0.135 18911 18263 19166 19173 0.04925 0.04625 0.04925 0.04725 14983.75 14335.75 15238.75 15245.75 0.20 0.21 0.21 0.22 0.21 0.01 0.21 1.025
Test Device 5: J23106+I13504 (Colony 1) 0.191 0.195 0.194 0.178 9468 9525 9456 8284 0.10325 0.10725 0.10625 0.09025 5540.75 5597.75 5528.75 4356.75 0.04 0.04 0.03 0.03 0.03 0.00 0.03 1.046
Test Device 5: J23106+I13504 (Colony 2) 0.201 0.195 0.199 0.193 10323 9972 10394 9896 0.11325 0.10725 0.11125 0.10525 6395.75 6044.75 6466.75 5968.75 0.04 0.04 0.04 0.04 0.04 0.00 0.04 1.014
Test Device 6: J23117+I13504 (Colony 1) 0.195 0.204 0.195 0.192 3861 4057 4026 3980 0.10725 0.11625 0.10725 0.10425 -66.25 129.75 98.75 52.75 0.00 0.00 0.00 0.00 0.00 0.00 #NUM! #NUM!
Test Device 6: J23117+I13504 (Colony 2) 0.208 0.205 0.2 0.199 4279 4217 4141 4059 0.12025 0.11725 0.11225 0.11125 351.75 289.75 213.75 131.75 0.00 0.00 0.00 0.00 0.00 0.00 0.00 1.483

Hour 6:
Negative Control (Colony 1) 0.337 0.325 0.336 0.336 3934 3980 4484 4333 0.24925 0.23725 0.24825 0.24825 6.75 52.75 556.75 405.75 0.00 0.00 0.00 0.00 0.00 0.00 0.00 7.727
Negative Control (Colony 2) 0.354 0.323 0.326 0.344 4585 4093 4147 4549 0.26625 0.23525 0.23825 0.25625 657.75 165.75 219.75 621.75 0.00 0.00 0.00 0.00 0.00 0.00 0.00 1.917
Positive Control (Colony 1) 0.28 0.272 0.262 0.263 26968 25845 25985 26026 0.19225 0.18425 0.17425 0.17525 23040.75 21917.75 22057.75 22098.75 0.08 0.08 0.09 0.08 0.08 0.00 0.08 1.033
Positive Control (Colony 2) 0.289 0.29 0.279 0.293 29333 29093 27660 28931 0.20125 0.20225 0.19125 0.20525 25405.75 25165.75 23732.75 25003.75 0.08 0.08 0.08 0.08 0.08 0.00 0.08 1.015
Test Device 1: J23101.BCD2.E0040.B0015 (Colony 1) 0.095 0.095 0.097 0.097 16432 14907 16973 16385 0.00725 0.00725 0.00925 0.00925 12504.75 10979.75 13045.75 12457.75 1.16 1.02 0.95 0.91 1.01 0.11 1.00 1.114
Test Device 1: J23101.BCD2.E0040.B0015 (Colony 2) 0.096 0.094 0.092 0.096 16430 14699 15345 15446 0.00825 0.00625 0.00425 0.00825 12502.75 10771.75 11417.75 11518.75 1.02 1.16 1.81 0.94 1.23 0.39 1.19 1.339
Test Device 2: J23106.BCD2.E0040.B0015 (Colony 1) 0.263 0.263 0.278 0.26 40800 41203 45789 45904 0.17525 0.17525 0.19025 0.17225 36872.75 37275.75 41861.75 41976.75 0.14 0.14 0.15 0.16 0.15 0.01 0.15 1.069
Test Device 2: J23106.BCD2.E0040.B0015 (Colony 2) 0.306 0.284 0.295 0.329 51875 50959 50999 53438 0.21825 0.19625 0.20725 0.24125 47947.75 47031.75 47071.75 49510.75 0.15 0.16 0.15 0.14 0.15 0.01 0.15 1.067
Test Device 3: J23117.BCD2.E0040.B0015 (Colony 1) 0.33 0.32 0.335 0.337 4821 5303 5330 5155 0.24225 0.23225 0.24725 0.24925 893.75 1375.75 1402.75 1227.75 0.00 0.00 0.00 0.00 0.00 0.00 0.00 1.238
Test Device 3: J23117.BCD2.E0040.B0015 (Colony 2) 0.338 0.321 0.34 0.345 5111 4516 5049 5150 0.25025 0.23325 0.25225 0.25725 1183.75 588.75 1121.75 1222.75 0.00 0.00 0.00 0.00 0.00 0.00 0.00 1.358
Test Device 4: J23101+I13504 (Colony 1) 0.189 0.175 0.196 0.183 23313 20483 25555 24956 0.10125 0.08725 0.10825 0.09525 19385.75 16555.75 21627.75 21028.75 0.13 0.13 0.13 0.15 0.13 0.01 0.13 1.072
Test Device 4: J23101+I13504 (Colony 2) 0.231 0.234 0.233 0.239 44138 41546 43361 44782 0.14325 0.14625 0.14525 0.15125 40210.75 37618.75 39433.75 40854.75 0.19 0.17 0.18 0.18 0.18 0.01 0.18 1.037
Test Device 5: J23106+I13504 (Colony 1) 0.307 0.325 0.335 0.336 12302 14196 14389 15032 0.21925 0.23725 0.24725 0.24825 8374.75 10268.75 10461.75 11104.75 0.03 0.03 0.03 0.03 0.03 0.00 0.03 1.071
Test Device 5: J23106+I13504 (Colony 2) 0.338 0.335 0.318 0.32 15313 14912 14101 14783 0.25025 0.24725 0.23025 0.23225 11385.75 10984.75 10173.75 10855.75 0.03 0.03 0.03 0.03 0.03 0.00 0.03 1.026
Test Device 6: J23117+I13504 (Colony 1) 0.327 0.345 0.334 0.336 4282 4678 4642 4811 0.23925 0.25725 0.24625 0.24825 354.75 750.75 714.75 883.75 0.00 0.00 0.00 0.00 0.00 0.00 0.00 1.466
Test Device 6: J23117+I13504 (Colony 2) 0.341 0.334 0.323 0.329 5166 4909 4900 4851 0.25325 0.24625 0.23525 0.24125 1238.75 981.75 972.75 923.75 0.00 0.00 0.00 0.00 0.00 0.00 0.00 1.114


